[Automated measurement of elastase activity and elastase inhibitory capacity of serum].
A technic of autoanalysis of the elastase activity and the capacity of elastase inhibition of the serum is described. This estimation depends on the hydrolysis by elastase of N-ter-butoxycarbonyl-L-nitrophenyl ester with liberates p.nitrophenol the colour of which is read at 405 nm. The means of this sample estimation are reported in a few cases of respiratory, dermatological and pancreatic disease.